[Diagnostic value of oligoclonal band detection in cerebrospinal fluid using PhastSystem device].
The study confirming the presence of oligoclonal IgG in cerebrospinal fluid by isoelectric focusing (IEF) with PhastSystem equipment was carried out in 68 patients with clinically definite MS, in 23 with clinically probable MS and in 23 with other neurological diseases. Other indicators intrathecal synthesis of IgG were olso marked. According to the results it was confirmed that the most sensitive method of detection of intrathecal synthesis of immunoglobulins is finding of the oligoclonal IgG. Using the PhastSystem evidently shorties the diagnostic process. The sensivity of the method equals that of MRI and both have similar clinical value.